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D-C METER PROTECTION 


Direct-current meters employed in 
many experimental setups and per¬ 
manent installations are sensitive, deli¬ 
cate, and expensive. The danger is 
great that such instruments will be 
damaged by overload. And very often 
the overload comes too fast for the 
technician to save the meter. The pru¬ 
dent operator therefore will provide 
some means of protecting sensitive 
meters even if a circuit is assumed to 
be trustworthy. 

Several meter protection schemes 
are shown here. All except one are 
fully automatic in operation. Many 
such circuits have been devised and 
every laboratory or shop probably has 
its favorite; but in making the selec¬ 
tion for this article, we have tried to 
avoid the unnecessarily complicated 
arrangements, as well as the notori¬ 


ously unreliable ones. The Editors 
do not feel that there is a best pro¬ 
tection circuit; rather, each scheme 
is suited to a particular environment. 

Multiple Meters 

One of the simplest schemes is a 
manual one. By means of separate 
meters of increasing sensitivity 
switched into the circuit and removed 
therefrom successively, the operator 
satisfies himself that the current is 
not too high for the most sensitive 
meter which then is switched into the 
circuit last. Although not completely 
foolproof, this method has a long his¬ 
tory of reliable performance. 

Figure 1 shows the multiple meter 
method. This arrangement often is 
used in insulation testing where a deli¬ 
cate millimicroammeter is connected 
in series with an insulation sample and 



Fig. 1. Multiple Meter Method. 
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a high-voltage source (500 v to several 
kv) to measure tiny leakage currents. 
If no protection were used and the 
sample were short-circuited or very 
leaky, the high voltage would quickly 
destroy the meter. In the arrangement 
shown in Figure 1, all of the switches 
first are closed. Then the following 
procedure is carried out: (1) Open Sj. 
This connects the safety lamp (usually 
a 115-volt incandescent type) into the 
circuit, but the closed switches keep 
the other meters safely out of the cir¬ 
cuit. If the lamp glows, there is ex¬ 
cessive current flow. (2) If the lamp 
does not glow, close Si and open Si. 
This inserts the high-range current 
meter Mi only into the circuit. If the 


deflection of this meter is high, both 
M~ and Ma would have been damaged 
had their switches been opened. (3) 
If the bb deflection is zero or low 
close Si and open Sa. This inserts only 
the medium-range current meter Mi 
into the circuit. If the deflection of 
this meter is high. Ma would have 
been damaged had Si been opened. 
(4) If the Mi deflection is zero or low, 
close Sa and open S t . Now, only the 
sensitive current meter Ma is in the 
circuit. At this point, take the desired 
reading with Ma as quickly as possible, 
and close Si immediately after. 

Some attempts have been made to 
substitute overload relays for the 
switches so as to do the job automatic- 



Fig. 2. Meter Fusing. 
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ally. However, sensitive microam¬ 
meters often are damaged by pulses 
which occur too quickly for the ap¬ 
propriate relays to close and short-cir¬ 
cuit the meter. 

Meter Fusing 

The simplest automatic protection 
device is a fuse, and its use is strong¬ 
ly recommended where feasible. But 
fuses are not available for all instru¬ 
ment ranges and they are not desirable 
in all instances (chiefly because of 
their resistance). A fuse is inexpen¬ 
sive, easily replaceable, and reason¬ 
ably quick acting. 

Figure 2(A) shows the simple cir¬ 
cuit for fusing a d-c miiliammeter 
or microammeter. For this purpose, 
miniature glass tubular fuses are avail¬ 
able in the fast-acting type. The table 
in Figure 2(B) lists those Type 8AG 
instrument fuses which are useful with 
milliammetcrs of the sensitivity com¬ 
monly encountered in electronic set¬ 
ups. 

The resistance of the fuse increases 
as the ampere rating decreases. At the 
very low current ratings, the resistance 
is high enough that it might cause 
serious error if not taken into account. 
The meter usually must be recalibrated 
with the fuse in the circuit. Further¬ 
more, the fuse resistance is nonlinear 
at low current levels, and this may 
cause square-law crowding in some 
part of the meter scale. 

All of the fuses listed in Figure 
2(B) are rated at 250 volts. 

Diode Circuits 

The nonlinear resistance of semi¬ 
conductor diodes is a useful mechan¬ 
ism for meter protection. Figure 3 
shows several circuits. 


The forward characteristic of a high- 
current germanium diode (such as a 
gold-bonded type) may be utilized to 
bypass excess current around a d-c 
miiliammeter or microammeter. In 
this application, the diode functions 
as an automatically variable shunt re¬ 
sistor, connected as shown in Figure 
3(A) with its anode positive. The 
forward resistance of the diode de¬ 
creases with increasing current or 
voltage, as shown in Figure 3(B), 
thus increasing the meter range auto¬ 
matically as the current increases. 

This simple scheme has two draw¬ 
backs. First, the meter is always 
shunted by some value of resistance 
supplied by the diode. However, at 
the low voltage drop of the meter (ap¬ 
proximately 100 mv for a 0-1 d-c miil¬ 
iammeter) the diode resistance is rela¬ 
tively high (2500 to 10,000 ohms, de¬ 
pending upon diode type and manu¬ 
facture) and the shunting effect at a 
given current level would alter the 
meter calibration only slightly. Sec¬ 
ond, and more serious, however, the 
diode resistance varies nonlinearly. 
(See Figure 3B.) This means that the 
meter must be recalibrated with the 
diode in place. 

When some additional circuit com¬ 
plexity can be tolerated, the need for 
a special dial calibration to offset the 
diode nonlinearity may be overcome 
with the silicon diode circuit shown 
in Figure 3(C). Here, the diode is 
biased to a d-c voltage corresponding 
to the normal full-scale voltage drop 
of the meter (say, 100 mv) by a po¬ 
tential developed across a very low 
resistance (e.g., 1 ohm) R 3 by current 
from a lV^-volt cell, B. This voltage 
is set exactly by means of rheostat Ri. 
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Fig. 3. Diode Protector Circuits. 


The very high back resistance of the 
silicon diode prevents the voltage drop 
across Rs from initially deflecting the 
meter. 

As a result of the bias, no current 
can flow through the diode until the 
voltage at the anode and the positive 
terminal of the meter exceeds the bias. 
Thus, the diode is effectively switched- 
off until the applied voltage reaches 
this level. The meter deflection there¬ 


fore increases linearly to full scale 
(point X in Figure 3D) and no special 
calibration is required. Thereafter, 
current flows through the diode, and 
the meter is shunted, preventing its 
deflection from increasing to an un¬ 
safe point above full scale. 

The sharp reverse breakdown of a 
zener diode may be utilized to protect 
a d-c voltmeter in the circuit shown 
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in Figure 3(E). The current limiting 
resistance, R, is chosen very low with 
respect to the internal resistance (mul¬ 
tiplier plus movement) of the volt¬ 
meter, and to limit the diode current 
to the maximum continuous zener 
level. The zener breakdown voltage 
must correspond to the full-scale de¬ 
flection of the voltmeter. 

In this circuit, the diode is re- 
verse-biased by the applied voltage. 
Until the zener voltage is reached, the 
reverse resistance is very high and the 
voltage division resulting from R and 
D in series is negligible. At full-scale 
deflection voltage, however, the diode 
reaches its zener point and suddenly 
conducts heavily. The diode resistance 
consequently drops to a low value and 
the voltage division through R and D 
increases to a practically constant 
value. The resulting voltage regula¬ 
tion limits the voltmeter deflection 
substantially to full-scale, while the 
input voltage increases beyond this 
point. 

In designing this type of protection 
circuit, the first task is to select a 
zener diode whose breakdown voltage 
is equal to the full-scale deflection of 
the meter. Zener diodes presently are 
available in a wide variety of stock 
values of voltage breakdown. 

Relay Circuits 

Meter protector circuits which de¬ 
pend upon sensitive d-c relays for 
their operation are recommended prin¬ 
cipally for permanent installations, 
such as switchboards and test panels. 
Such relays usually cost from two to 


several times the price of inexpensive 
panel-type meters. But their cost is 
justified in most installations, since 
the possibility of several meter burn¬ 
outs and attendant down-time is ser¬ 
ious. 

Figure 4(A) shows the simple series- 
relay circuit. The relay closes just 
slightly above the full-scale current of 
the meter and short-circuits the in¬ 
strument. As soon as the current falls 
to a safe value, the relay opens, in¬ 
serting the meter again into the cir¬ 
cuit. Here, the resistance of the relay 
coil must be low, to prevent excessive 
voltage drop; milliampere- and micro- 
ampere-type relays are available with 
coil resistances between 5 and 100 
ohms. 

In some instances, it is not desirable 
to short-circuit the meter, since the 
instrument then reads zero as long as 
the current overload continues, and 
there is confusion as to whether ab¬ 
sence of deflection means zero current 
or excessive current. Instead of short¬ 
ing the meter, the relay contacts in 
Figure 4(B) connect a shunt resistor 
R across the meter to boost its range 
when the current exceeds the full-scale 
deflection of the basic movement. 
Thus, a 1-ma meter may be switched 
to 10 ma. An extra pair of contacts 
on the relay can be used to switch-on 
a pilot light to warn the operator to 
read the high range of the meter. 

Often, a sensitive relay available for 
a given full-scale meter deflection un¬ 
avoidably will have a high-resistance 
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coil. Such a coil would introduce an 
objectionable voltage drop ahead of 
the meter in the series-type circuit. 
Figure 4(C) shows how a high-resis¬ 
tance unit might be used. Here, the 
current meter is connected in parallel 
with the relay coil, but the coil re¬ 
sistance is so high with respect to the 
internal resistance of the meter that 
the shunting effect is too slight to 
alter the calibration materially. (For 
example, a 5000-ohm, 1-ma relay coil 
in parallel with a 0-1 d-c milliammeter 
having an internal resistance of ap- 
promimately 100 ohms would increase 


the full-scale deflection only to 1.02 
ma, an error of plus 2%.) 

As in the earlier circuits, the relay 
sensitivity (pull-in current) is chosen 
equal to the full-scale deflection of the 
the meter (or slightly higher). Cur¬ 
rents higher than the full-scale value 
then will close the relay, connecting 
the shunt resistor R across the meter 
to boost its range. A second pair of 
contacts on the relay may be utilized 
to turn-on a pilot light signalling that 
the meter is switched to its higher 
range. 



Page 8 


THE C-D CAPACITOR 


















Fig. 5. Relay Protector Circuit ior Voltmeter. 


Figure 5 shows a relay-type pro¬ 
tector circuit for a d-c voltmeter. 
(The voltmeter is composed of a basic 
milliammeter M and a multiplier re¬ 
sistor R : or R 3 .) The relay is chosen 
for low current operation, say 50 to 
100 microamperes. This application 
calls for a high-resistance relay coil, 
to minimize loading of the voltage 
source. The relay must also have two 
contacts, with closure normally to the 
upper contact a. 

When the relay is unenergized for 
closure, multiplier resistor R: is in 
series with the current meter, and the 
resulting voltmeter has its lowest 
range (full-scale voltage = E). The 
relay multiplier resistor Ri is adjusted 
so that the relay closes at a voltage 
just slightly higher than E. When the 
applied voltage exceeds E. the relay 
closes, disconnecting R : and switching- 
in a higher-resistance multiplier Rs in 


series with the meter to boost the 
latter's range. If available, a second 
armature and contact on the relay may 
be employed to close a local voltage 
through a pilot lamp to signal that the 
meter has been switched to its higher 
range. When the voltage subsequently 
falls to a safe value, the relay drops 
out, switching the meter back to its 
lower range. 

Conclusion 

The circuits shown in this article 
are typical but do not exhaust the 
possibilities by any means. Tubes or 
transistors may be employed in place 
of relays and provide nonmechanical, 
but somewhat more complex, circuitry. 
In some applications, thermistors or 
Thyrite resistors may be used instead 
of diodes. Other combinations suit¬ 
able for particular applications will 
suggest themselves to the ingenious 
technician. 
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50TH ANNIVERSARY 
PROMOTIONS! 



SMALLER MORE RELIABLE 


SUB-MINIATURIZED 
CDE ALUMINUM-FOIL 
ELECTROLYTIC 
CAPACITORS 


Comell-Dubilier aims a 30-30 promotion at you for a 
big birthday bull’s oye — and hits the mark with 
"Electomites”' — tin* sub-miniature, metal-cased 
electrolytic capacitors that are 30% smaller and 30% 
more reliable than conventional electrolytic*. Fabri¬ 
cated from selected highcst-purity aluminum foil and 
unsurpassed in performance. "Eloctomitc" tubulars 
also have a “shorf-preventing plastic sleeve which 
makes them perfect for those dose fitting coupling, 
bypass and filter applications you come across every 
day in low-voltage, transistorized and printed circuitry. 


CD^ 


HERE’S THE PROMOTION : 


L^uit ntity 

Type No. 

CajMicItiinre imf«1 ) 
Tolerance: 10';, *150',; 

Voltage 

4 

NLW 40-3 

•10 

3 

A 

NLW 10-15 

10 

15 

3 

NLW 50-15 

50 

15 

3 

NLW 100-15 

100 

15 


ALL 14 for S8.67 

This 30-30 promotion is good for 60 days. So get the full story 
-and the promotion -from your Corncll-Dubilier Distributor 
today! Or write Cornell-Dubilier Electric (!orj>oration. South 
Plainfield. New Jersey. Also ask about C-D's complete, spe¬ 
cial capacitor line for industrial electronic maintenance. 
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